FIELD CONNECTION WIRES------------r--e---18 GAGE

IT IS RECOMMENDED THAT A FIELD

POINT WIRES " 22 GAGE CONNECTION CABLE RUN FROM THE
STATION WIRES 22 GAGE CONTROL PANEL BE LOOPED DOME LIGHT
JUNCTION BOX TO DOME LIGHT JUNCTION BOX
NOTE! 900-152 ‘ FOR EACH SIDE OF A HALLWAY.
RUNS OVER 1000 FT INCREASE FIELD -
CONNECTION WIRES TO 16 GAGE. M — : ]
A CONNECTOR IS SUPPLIED E é QQ: % E
WITH EACH PATIENT STATION. =
WIRES NOT USED MUST BE % POINTS (1_80)
ELECTRICALLY ISOLATED 900-203
CONTROL PANEL
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